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The interesting properties of most metamaterials occur in a very narrow band of frequencies due to the resonant nature of the elements that constitute the periodic structure. This narrow bandwidth is usually cited, in addition to losses, as one of the main limitations for metamaterial applications ͑see, for instance, Ref. 1 and references therein͒. However, this narrow-band response is not a big problem for magnetic resonance imaging ͑MRI͒ applications, as far as MR images are acquired by measuring radiofrequency ͑RF͒ signals inside a relatively narrow frequency band. One of the most striking properties of metamaterials is the ability of a metamaterial slab with relative permittivity r and relative permeability r , both equal to Ϫ1, to focus the electromagnetic field into a two-dimensional subwavelength spot, thus behaving as a superlens with subwavelength resolution.
2 If the frequency of operation is sufficiently low, as it happens in MRI, we are in the realm of the quasistatics, and we only need a metamaterial slab with r =−1 or r =−1 ͑depending on the electric or magnetic nature of the quasistatic field͒ in order to observe these effects. In two previous works, 3, 4 some of the authors studied the applications in MRI of the aforementioned focusing properties of split-ring r =−1 metamaterial lenses. It was shown that, in some circumstances, these devices can enhance the sensitivity of a single MRI surface coil, as a consequence of its subwavelength focusing properties.
In this letter, we will specifically analyze the limits for the resolution of = −1 split-ring metamaterial lenses, and will explore the applications of such super-resolution in the acquisition of MR medical images. In fact, we feel that super-resolution could find application in parallel MRI ͑pMRI͒ techniques, where coil arrays are used to reduce the image acquisition time. 5, 6 pMRI works by taking advantage of the spatially sensitive information inherent in an receiving array of multiple surface coils in order to partially replace time-consuming spatial encoding. For instance, in the PILS technique reported by Griswold et al., 5 it is assumed that each individual coil in the array has a localized sensitivity pattern. However, this localization takes place only at distances very close to the array because of the spreading out of the magnetic field at farther distances ͑due to reciprocity, the properties of a detecting coil are directly correlated with the properties of the magnetic field created by the same coil͒. Since a metamaterial lens can help to discriminate the fields produced by individual coils at deeper distances inside the patient body, this device could be advantageously used in pMRI techniques in order to obtain a better localization of the "field of view" ͑FOV͒ of the receiving coils of the array. It is of general interest for the field of metamaterials and of particular interest for the above application, to determine the minimum distance between sources that can be discriminated by means of a split-ring lens, that is, the minimum resolution of this device. Note that image formation in superlenses substantially differs from image translation in swiss-roll 7 or wire media 8, 9 endoscopes, where the image is translated pixel-to-pixel from one interface of the device to another. 10 In these devices, the unit cell size is the natural limit of resolution. In superlenses, however, images are reproduced at some distance from the interfaces through amplification and decay of evanescent modes. 2, 11, 12 For this reason, the limits imposed to resolution by the discrete nature of superlenses are not so strong as in endoscopes and may involve several unit cells. The minimum resolution ⌬ provided by a homogeneous metamaterial slab of thickness d with negative permittivity and/or permeability is ͑see 1 and references therein͒
where ␦ accounts for the losses of the slab, which in the present case would be given by the imaginary part of the complex permeability. In a previous work,− j0.25 at the operating frequency of this device ͑63.87 MHz, i.e., the Larmor frequency of a 1.5 T MRI system͒. Thus, after substituting in the above equation both the thickness d =2a and the estimated losses ␦ = 0.25, a minimum resolution of ⌬ =6a, expressed as a function of the periodicity, is obtained. In the present work, this value is verified by means of the comparison with the results provided by both an experiment and a different theoretical model 14 which, in the following, will be termed discrete model. The discrete model can be employed to study the electromagnetic properties of finite samples of realistic metamaterials, composed of splitring resonators, and we feel it is an efficient and rigorous approach which takes into account the discrete structure and the finite extent of realistic lenses.
In our experiment, the images generated by the lens reported in Ref. 3 for a pair of small sources are studied. In the experimental setup, a pair of input antennas consisting of copper loops with the same diameter as the rings in the lens is placed at a distance of the lens equal to its thickness ͑3 cm͒. The antennas are connected in series, so that currents and excited fields are the same on both antennas. Coaxial cables of 1 mm in diameter are used to connect the antennas, so that the incident field on the lens is only produced by the antennas and not by the connections. The antennas were placed in front of the lens rings, and the distance between them was always an integer multiple of the lens periodicity. The "image" is obtained at the exit interface of the lens by measuring the transmission coefficient between the input antennas and a small loop probe by means of an Agilent Technologies network analyzer E8363B. For the measurements, the probe is placed at the center of each ring at the exit interface of the lens successively. A matching circuit was included between the port of the network analyzer and the input of the antennas so that the signal in the antennas was well above the background noise. The output signal in the experiments obviously is not a measure of the homogenized field at the exit of the lens, but of the average magnetic flux at each ring of the output interface. However, a comparison between these quantities gives the relative strength of the homogenized field at these locations, and can be used to estimate the resolution. Figure 1 shows the experimental results ͑red triangles͒ obtained for input loops separated by 4, are given by the normalized field produced by the input antennas in the presence of the 2196 rings of the real lens, and the calculation takes into account the coupling between all these rings and the two input antennas. The measurements show that the input antennas can be very well distinguished when they are separated at least a distance of six unit cells ͑6a =9 cm͒. It can be seen that there is a reasonable agreement between the homogenization model and the experiments when the input antennas were located at a distance of 6 or more lens periods. However, for smaller distances between the antennas, the homogenization model still shows some trace of resolution. The calculations of the discrete model agree much better with the experiments, and also suggest a limit for the lens resolution of six unit cells ͑9 cm͒. The resolution of a homogeneous metamaterial slab of Re͑ r ͒ = −1 only depends on thickness and losses ͓see Eq. ͑1͔͒. However, the resolution of a realistic split-ring metamaterial lens is also limited by the discrete nature of the structure. Our results show that, for the considered losses, both limits agree. They also suggest that, for smaller losses, the limit imposed by the periodicity ͑six unit cells, for the considered thickness͒ will prevail. This last result is in agreement with the theoretical predictions of the discrete model. 15 Once this minimum resolution was determined, we designed an experiment to check the ability of the studied lens to enhance the localization of the FOV of MRI surface coils. From the above results, it is expected that the lens would not be able to enhance the localization of the field produced by coils separated a distance smaller than six unit cells, i.e., 9 cm. To check this, the authors designed an experiment where the lens was combined with different coil arrays of size be- 
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Algarin et al. Appl. Phys. Lett. 98, 014105 ͑2011͒ low and above the value of 9 cm. Experiments done with smaller coils did not show any enhancement of the localization of the FOV, which is in agreement with our previous experiments. However, an enhancement of the FOV was observed when coils of size larger than 9 cm were used, in particular, a two-channel array of squared coils 12 ϫ 12 cm 2 . As in any MRI array design, each individual element in the array needs to be electrically isolated from the others to minimize the correlated noise. 16 In the array of squared coils, the elements are decoupled by a shared conductor with a decoupling capacitance; this design yields good MRI sensitivity as well as parallel imaging properties.
17 Figure 2͑a͒ shows shows a sketch of the two configurations analyzed in the experiment. In one of these configurations, the squared coils are placed on the lens, which is directly placed on a phantom that resembles human tissue. In the other configuration, the coils are directly placed on the phantom. Figure 2͑a͒ also shows the experimental results obtained for both configurations. The measured quantity is the signal to noise ratio ͑SNR͒ in a plane parallel to the plane of the array and at a distance inside the phantom of 6 cm from the surface of the phantom for both configurations. Besides, Fig. 2͑b͒ shows the SNR along the dashed line shown in Fig. 2͑a͒ . In general, due to the additional noise introduced by the lens, the SNR measured in the presence of the lens was around 60 % of the SNR measured with the coils directly placed on the phantom. For comparison purposes, the results for the SNR shown in Figs. 2͑a͒ and 2͑b͒ have been normalized to the maximum value in both sets of results. The experiment was carried out in a 1.5 T Siemens Avanto system ͑Siemens Medical Systems, Erlangen, Germany͒ sited at the Department of Experimental Physics 5 ͑Biophysics͒ of the University of Würzburg ͑Würzburg, Germany͒. The images were acquired using a conventional turbo-spin-echo sequence in both cases. The results show that the field pattern of each coil can be done more independent at a distance where the array by itself cannot. Therefore, the lens provides a better localization of the FOV of each coil. If losses were reduced in the lens in some way, the above considerations on the FOV localization would not change, since for smaller losses the resolution of the lens is mainly limited by its periodicity.
In summary, a simple method for the experimental determination of the minimum resolution of split-ring metamaterial lenses has been presented. The method provides values in good agreement with theoretical predictions. Taking into account the minimum resolution of the analyzed lens, an experiment has been designed in order to show that split-ring metamaterial lenses can improve the field localization of MRI surface coils, a fact that may find applications in pMRI. Nevertheless, since the SNR was degraded by the presence of the lens due to the additional Ohmic losses, in order to achieve a practical application in pMRI, further research aimed to a reduction of these losses must be faced.
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